
Summary

"This summary of 510(k) safety and effectiveness information is being submitted in accordance
with the requirements of SMDA 1990 and 21 CFR 807.92."

"The assigned 5 10(k) number is: kIo261 /.3" (applicant leave blank)

J AN 1 3 2
Premarket Notification [51O(k)J Summary

I(a)(1)l. The summary contains on the first page. preferably on Your letterhead paper, the
submitter's name, address. phone and fax numbers, name of contact person, and date the
summary was prepared:

Submitter's name : HEBEI FAVOR PLASTIC CO., LTD

Submitter's address: #79 SHENGLI ST. SHIJIAZHJANG, 050000, CHINA

Phone number :(86) 311-83985366

Fax number :(86) 311-83986358

Name of contact person: Mr. Wang Kai

Date the summary was prepared: September 8", 2010

[(a)(2ll. The name of the device, including the trade or proprietary name if applicable, the
common or usual name, and the classification name, if known

Device Name: Powder Free Vinyl Patient Examination Gloves, Clear(non-
colored)

Proprietaryarrade name: Powder Free Vinyl Patient Examination Gloves
Other clients private labeling

Conmmon Name: Patient examination glove

Classification Name: Patient examination glove

Device Classification: I

Regulation Number: 21 CFR 880.6250

Panel: General Hospital (80)

Product Code: LYZ

I(a)(3)J. An identification of the legally marketed device to which your firm is claiming
substantial equivalence .

Class I* powder free vinyl patient examination gloves , Clear(non-colored) that meets all of the
requirements of ASTM standard D 5250-06.

Predicate device : FUGUAN (Brand) Powder-Free Vinyl Patient Examination Gloves,
Shijiazhuang Fuguan Plastic Products Co., Ltd.. K(032908 .

[(a)(4)J A description of the device
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Device. Description: powder free vinyl'pAtient examniation gloves, Cleardnon-colored), that mecets
alof the requiremients'of ASTMI standard 1)52509-06.

[(a)(5)I The sunimairy describes the intended use of the device..

Device fintendedUse: powder free vinyl pati'e'ht exam inaitioni glve, 'Clear (nion-colored): is a,
di sposable device intended for m~edical purp-6'osthati ono the examine~ ado igrt
prevent contamiination between patient and, examiner,

I~a(6) 'Asumary ,ofthe technolo-gical characteristicsof nwdJevice coparedto the
pr .edicat ,e, de-ice.

The powder free vinyl patient examination lvsn n trlr smarize with, he following

technological characteristics compared to ASTM 1or equivalent standard..

C ha r ,ac teristic ,s Standard- Devi.Ce performance,
Diii-e-ision. ASTM stanidard D) 515006 , Meets

Phsica'Poer-ties ASTM stnard' D 5250-0O Met
Freedom from 'pinholes. 21 CFR 800,20 Meets
Powder Residual ASTM standard D 5250-06 meets

and D)6124-06 <2mg/glove
Bi~omptailityPrimary Skin ilrritation in passes,

_____________Not a Primary. Skini Iritation
Dermal sensitizationilin the I Passes
guinea Pig

____________________________________Not a Dcrmal sensitization

t[(bi(1)I A brief ,discussionl of'the nowdlinkallqeting'wdata tat Was submit ted, referenced or*
relied,.on tqo demonstirate that the Subjet Deviceis safe and1 'effec ive. and whosie pformance
mneets the recirements of its pre-defft4ed acetncecitieria 'and intended uses.

Powder free vinyl patient exanmnation gloves , Clear(non-colored) meet requirements per ASTM
D1.5250-06, per ASTM D)6124-06, per 21 CFR 800.20 and 1501 10993-.M , it is: safe and effective,

and t'sperfrmace eetsthereqirements of its pre-definied acceptance criteria and .intended
uses.

I(b)(2)] A brief discussion of the clinical submitted, referene,or relied on in the premarket

notifaion submissio~nfor a determnation of substanitial eguivalence.

Clinical, data. is not needed for glov~s or formost devices cleared by the 5.1.(k),process.

1(b)(3)] 'ihe conclusions drawn from the nonclinical and clinical tests that demonstrate that
the device is as sife,as effective, andperformed'as wellor better than the leally marketed
device identified in (a)(3'i.

kcan he concluded that the Powder FreVinyl Patient Examinatioin Gloves , Clear(#on-6olored)'
me~et the. ASTM standard or equiva-lentstandard and FDA requiremhents for waterleak test on1
Oinhole AQL., meet'labeling claim s. It is as safe, .as effective, 'and perfbrnied as, well 'the legally
marketed device ideiitified in (a)(3),



DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Ser vice-4Food and Di u g A d m i n istuat ioni
10903 New Hiampshire Avenue
Document Contr-ol Roomn -W066-C609
Silver Spring, M D 20993-0002

Hebei Favor Plastic Company, Limited
C/O Mr. Chit Xiaoan
Room 1606, Btuilding I I

Jian Xiang Yuan, No. 209
Bei Si, Beijing
China 100083

Re: K102613
Trade/Device Name: Powder Free Vinyl Examination Gloves, Clear (Non-Colored)
Regulation Number: 21 CER 880.6250
Regulation Name: Patient Examination Glove
Regulatory Class: I
Product Code: LYZ
Dated: September 8,2010
Received: September 10, 2010

Dear Mr. Xiaoan:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the
indications for use stated in the enclosure) to legally marketed predicate devices marketed in
interstate Commerce prior to May 28, 1976, the enactment date of the Medical Device
Amendments, or to devices that have been reclassified in accordance with the provisions of
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a premarket
approval application (PMA). You may, therefore, market the device, subject to the general
controls provisions of the Act. The general controls provisions of the Act include
requirements for annual registration, listing of devices, good manufacturing practice,
labeling, and prohibitions against misbranding and adulteration. Please note: CDRH does
not evaluate information related to contract liability warranties. We remind you, however,
that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class ILL
(PMA), it may be subject to additional controls. Existing major regulations affecting your
device can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In
addition, FDA may publish further announcements concerning your device in the Federal
Register.



Page 2- Mr. Xiaoan

Please be advised that FDA's issuance of a substantial equivalence determination does not
mean that FDA has made a determination that your device complies with other requirements
of the Act or any Federal statutes and regulations administered by other Federal agencies.
You must comply with all the Act's requirements, including, but not limited to: registration
and listing (21 CE-R Part 807); labeling (21 CFR Part 80 1); medical device reporting
(reporting of medical device-related adverse events) (21 CER 803); good manufacturing
practice requirements as set forth in the quality systems (QS) regulation (2 1 CER Part 820);
and if applicable, the electronic product radiation control provisions (Sections 53 1-542 of
the Act); 21 CFR 1000- 1050.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801),
please go to
http://www.fda.gov/AboutFDA/CentersOffices/CDRH/CDRHOfficeS/Licm II5809.htin for
the Center for Devices and Radiological H-ealth's (CDRH's) Office of Compliance. Also,
please note the regulation entitled, "Misbranding by reference to premarket notification"
(21ICFR Part 807.97). For questions regarding the reporting of adverse events under the
MDR regulation (21 CFR Part 803), please go to
http://www.fda.gov/MedicalDevices/Safety/ReportaProblenm/default.htli for the CDRH's
Office of Surveillance and Biometrics/Di vision of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free
number (800) 63 8-2041 or (301) 796-7100 or at its Internet address
http://www.fda.gov/MedicalDevices/ResourcesforYou/Industry/default.ltii.

Sincerely your

Anthony D. Watson, B.S., M.S., M.B.A.
Director
Division of Anesthesiology, General Hospital,

Infection Control and Dental Devices
Office of Device Evaluation
Center for Devices and

Radiological Health

Enclosure



INDICATIONS FOR USE

Applicant: REBEL FAVOR PLASTIC CO., LTD
JAN 1 3 20311

5 10(k) Number (if known): * K102613

Device Name: Powder Free Vinyl Patient Examination Gloves, Clear(Non-coiored)

Indications For Use:

Powder free vinyl patient examination glove is non-sterile ,disposable device intended for

medical purposes that is worn on the examiner's hand or finger to prevent* contamnination

between patient and examiner.

Prescription Use ___ AND/OR Over-The-Counter Use ___X___
(Part 21 CFR 801 Subpart 0) (21 CFR 801 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)

(Divisin Sign-Off)
Division of Anesthesiology, General HospitaI
Infection ControI, Dental Devices

i,1nl(0 Number: IL2Y)


